[Evaluation of distortions in clinical thermography].
Distortions appearing on the thermograms can depend on a number of factors, including the radiation coefficient, the ambient temperature, the angle between the sighting direction of the thermograph and the normal of the study surface. A quantitative assessment made of distortions conditioned by these factors during registration of thermograms of flat and curvilinear surfaces helped to recommend the most expedient manipulations in conducting thermographic examinations.